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ACOUSTIC EMISSION TESTING OF COMPOSITE VESSELS 
UNDER SUSTAINED LOADING 
by R. F. Lark and I’ E Moorhead 
INTRODUCTION 

Filament -wound iFVV) composite pressure vessels constructed 
from advanced high-strength-to-density and modulus -to -density ratio 
fiber resin materials provide significant weight savings over high per- 
formance. all-metal pressure vessels for containment of high pressure 
ga^'s and fluids The structural efficiencies of the all-metal pressure 
ves&els made from aluminum or titanium alloys range from 0 70 to 
1 52* 10*’ cm based on a pressure vessel performance factor (F\ V W) 
where P^ is the burst pressure. V is the contained volume, and VV is 
the vessel weight. FW composite pressure vessels are capable of yield- 
ing V/W values ranging from 2 03 to 3.05* 10*’ cm when made from 
the advanced fiber/resin composites and equipped With metallic load- 
bearing or thin metal liners Consequently, FVV vessels have the capa- 
bility of providing a weight savings of 25 -percent or more over conven- 
tional metallic pressure vessels Other attractive features of the com- 
posite pressure vessels arc a medium -to-high cyclic life capability, zero 
permeability, chemical compatibility with high pressure gases and fluids 
and a leak -before-fracture failure mode (Ref. 1). 

During the development of FW composite pressure vessel technology, 
prototype vessels of various designs and materials are routinely subjected 
to single-cycle burst, cyclic, and sustained load tests to determine vessel 
structuial efficiencies and other operational characteristics No non- 
destructive test method is, however, currently available to determine 
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the integrity or predict the burst pressure of composite pressure ves- 
sels A suitable nondestructive test method would aid in improving the 
quality control of the vessel winding process, certifying the strength of 
a virgin vt sei, and possibly predicting residual service life. 

One nondestructive test method involves the study of the low-level 
acoustic or :;tress wave emissions generated by materials under stress 
Exploratory programs have been sponsored by NASA, DOE (and other 
agencies) for studying the acoustic emissions lAE) generated by advanced 
fiber/ resin comjxisite pressure vessels under various loading enviro 
ments These programs have shown that the AE test method has poten- 
tial for prediction of virgin and in-service vessel integrity. The objec- 
tive of this paper is to present the findings of a NASA LeRC program 
that studied the AE signals from small diameter Kevlar 49/epoxy pres- 
sure vessels subjected to long-term sustained loading tests. In addition 
single cycle burst tests were conducted to provide a basis for calculating 
the test pressure used in the sustained loading tests. 

MATERIALS AND EXPERIMENTAL PROCEDURE 

Comp osite pressur e v essel design and fabric ation . - The composite 
pressure vessels used in this program were fabricated bv the Lawrence 
Livermore Laboratory under NASA DOF Interagency Agreement C- 13980 C 
The pressure vessels were fabricated using a numerically controlled 
filament-winding machine Prior to the winding of the vessels, Kevlar 49 
fibers were impregnated with controlled quantities of an epoxy matrix 
resin by passing the fiber into a vacuum chamber controlled at aproxi 
mately 5 mm Hg. The resin was metered and applied directly to the 
fibers in t he vacuum chamber. The resin impregnated fibers then exited 
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the vacuum chamber and were led to the winding machine where they 
were wound directly over an elastomer coated wash out type mandrel. 
After completion of winding, the vessels were cured. The mandrels 
were removed by a high pressure water wash. The design and dimen- 
sions of the vessels are shown in Fig 1. The fiber and resin materials 
used for fabrication of the vessels along with the curing procedure is 
shown on Table 1. The vessels were designed to have a single -ryde 
burst strength of 2500 psig The fiber volumes in the Kevlar 49/epoxy 
resin comjwsite ranged from 67 7 to 73. 0-|H>rcent and averaged 70 3- 
percent. 

Hy draulic pr es surization apparatus - Each vessel was mounted 
in a test fixture that isolated the specimen from external noises and/or 
vibrations during the single -cycle burst and sustained loading tests. 

A view of the test fixture is shown in Fig 2 After the vessel and AE 
transducers were installed, an enclosure (not shown) was positioned 
around the vessel to provide further isolation and to collect hydraulic 
fluid upon vessel failure. The vessels were pressurized using an ethyl- 
ene glycol/water solution. The hydraulic pressurization apparatus, 
shown in Fig. 3, provided a uniform, repeatable pressure ramp (0.0048 
GPa/min) during all tests. A servo-controlled valve on the pressuriza- 
tion apparatus was controlled by an external ramp generator. For the 
sustained loading tests, the vessels were isolated from the pressuriza- 
tion apparatus after pressure was stabilized during the initial pressur- 
ization cycle Changes in vessel pressure during these tests were 
minimized by using a hydraulic accumulator (not shown) in the vessel 
piping system. In addition, the ambient environment in the test cell 
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was controlled to provide a constant temperature- Occasional minor 
leakage of hydraulic fluid from the pressurization system would tend to 
reduce system pressure which was then corrected, as needed, by using 
a hand pump. 

Vessel pressure during the single -cycle burst tests was recorded 
on a strip chart recorder. Vessel pressure during the sustained-load 
tests was monitored visually on a calibrated pressure gage. The test 
duration was recorded by a pressure -actuated electrical timer 

Acoustic emission instrumentation - A commercially available 
multi-channel AE apparatus was utilized and is shown in Fig. 4. The 
AE transducers used were of the differential piezo-electric type (PZT-5» 
with a resonant frequency of approximately 150 KHz. Figure 2 shows, 
m general fashion, how the transducers were attached to the vessels. 

The top and bottom transducers were mounted to the vessel bosses by 
means of the adapter plate shown in Fig 5. Figure 5(a,' shows an end 
view of a vessel and boss. An aluminum adapter plate was fastened to 
the metallic vessel boss by means of an interference fit Figure 5'b) 
shows in cross sectional view how the adapter plate was attached to the 
bosses The middle transducer was mounted to tiie composite vessel 
wall by means of a cylindrical shoe that was shaped to the contour of the 
vessel at one end and flat on the other end to match the transducer sur- 
face A viscous polymeric couplant material was used to provide acous- 
tic coupling between the three transducers and the boss adapter and shoe 
parts All three transducers were held in place on their respective 
adapters or shoes by elastomeric bands A fourth transducer of the 
same typo was positioned in close promixity to the vessel without con- 
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tacting either the- vessel surface or vessel support surface to monitor 
external noises, vibrations or electrical signals that might occur during 
the tests 

All of the AE transducers were initially selected for uniformity on 
the basis of uniform frequency response plots 'furnished by the manu- 
facturer' The AE count sensitivities of all of the transducers were 
then matched prior to tin* vessel tests by mounting the transducers, in 
pairs on a plate that simulated the composite vessel A simulated AE 
event, provided by an electrical discharge device, was introduced mid- 
way between the transducers The gains of the AE count totalizers 
were adjusted to provide identical AE counts for a given event. This 
procedure was repeated until all of the AE transducers were calibrated 
against each otner After the transducers were mounted on the vessels, 
the same electrical discharge device was used to simulate an AE event 
mid -way on the hoop section ol the vessels. It was found that only minute 
gain adjustments were required in the AE count totalizers to provide ex- 
cellent matching of the top and bottom boss -mounted transducers This 
procedure did not provide further checks on the matching of the wall- 
mounted and control transducers. Alter each vessel test, the AE count 
sensitivities of the boss mounted transducers were checked in place on 
the next vessel to be tested and were found to be identical with the first 
calibrations. The wall mounted and the control transducers were checked 
by using the plate mounting procedure described above The AE count 
sensitivities of the later transducers were also found to be identical with 


the first calibrations 
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The AE signals from each of the transducers were amplified '40 dB 
by the preamplifiers in each channel The preamplified signals were 
further amplified (37 to 39 dB' and subsequently processed for AE rate 
and count summation in the signal processing sections of the system. 

The total amplification of the AE signals was adjusted to give maximum 
amplification without extraneous interference from background electrical 
and other environmental noises The AE system filters were adjusted 
to pass all frequencies greater than 0 1 MHz. The AE rate and total 
count data for each channel were recorded on the XYY* plotters on a 
continuous basis 

RESULTS AND DISCUSSION 

Vessel burst stren g th tes ts - The single eycle vessel burst strength 
tests were conducted to provide a basis for calculating the test pressure 
to be used for the sustained load tests The data from single -cycle burst 
tests of 4 -inch diameter. Kevlar 49 epoxy composite vessels are shown 
in Table 2 The average burst strength, based on four vessels, was 
0.0163 GPa (2400 psi). The variation in this data was only 3 3 percent 
Although these vessels were equipped with AE transducers, the data were 
not presented because of the wide scatter caused by a nonuniform pressur 
ization ramp used during the burst test These tests were conducted prior 
to the installation of the controlled ramp pressurization apparatus used 
for the remaining vessels in the program. 

Sust ained load ac oustic emission tests - Kevlar 49 epoxy vessels, 
identical in design to those used for the single-cycle burst strength te>’s, 
were used to conduct the sustained load tests These vessels were sub 
jected to sustained load at 90-percent of the average single -cycle burst 
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strengths, or 2160 psi. During these tests the vessels were pressurized 
by a controlled ramp pressurization apparatus from zero pressure to 
0 0147 GPa (2160 jisi) This pressure was then maintained on a continu- 
ous basis until vessel failure occurred A view of a typical vessel after 
failure is shown in Fig. 6. Failures occurred in the hoop section of all 
of the vessels. The test results ir Figs 7 to 13 show the iummation of 
AE counts vs sustained load time to failure In eacn of these figures the 
data represent AE signals sensed by the bottom transducer. The data 
for tiie AE signals sensed by the top boss transducers are similar. The 
AE test data and the times for vessel failure are shown in Table 3. 
Virtually no AE counts were recorded on the control AE transducers 
during the tests The AE data therefore did not require correction for 
environmental noise. As shown in Table 3 the AE counts sensed by the 
t ansducers located on the vessel bosses were averaged and yielded 
values that were relatively similar to each other and ranged from 36 to 
53 K counts The AE counts from the transducers mounted on the side 
wall of the composite vessels, on the other hand, varied significantly 
from 169 to 501 K counts These large variations are believed to be due 
to signal attenuations resulting from AE events that may be near or dis- 
tant from tiie transducer location. In the case of two AE events that 
yield similar energies, the event occurring close to the transducer would 
be sensed as an event having a greater energy than is the case of an AE 
event that is distant from the transducer The close proximity AE event 
would result in a larger transducer voltage output and would, therefore, 
be recorded as having a greater count number than the distant AE event 
Hamstad (Ref. 2) conducted AE tests of Kevlar 49 epoxy vessels equipped 
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with wall-mounted transducers He concluded that an AE system should 
be operated using a relatively low frequency bandpass filter in order lo 
avoid the large signal propagation losses encountered by signals pro- 
cessed at high frequency levels L 150 KHz in a conventional AE system 
The use of low frequency bandpass filters may. however, present a noise 
*. control problem since some of the signal frequencies being processed 

are in the human audible range. The use ol a bandpass filter that passes 
only 20 KHz and higher frequencies might be a reasonable compromise 
between signal transmission and interference 

The close similarity of the average AE signals sensed by the top and 
bottom transducers indicates that the AE signals from these transducers 
represent an ’’integrated average ’ of the emissions generated by all of 
the failure processes, such as ply movement, matrix resin cracking, and 
fiber fractures, that occur during the sustained load to-failure tests 
Based on work conducted at the Lawrence Livermore Laboratory by 
Hamstad (Refs. 3, 4., and 5) on fiber/epoxy composite pressure vessel 
tests, the source of 90 -percent of the AE signals generated was associated 
with fiber fractures. The majority of the AE signal activity observed for 
the vessels in this program subjected to sustained load -to-failure tests 
are, accordingly, believed to be due to fiber fractures with a minor con- 
tribution from resin cracking and ply movement 

The close similarity of the AE data from the boss-mounted trans- 
ducers also indicates that a certain critical number of Kevlar 49 fibers 
must fracture prior to initiation of vessel failure. This was also ob- 
served in an exploratory program by Hoggatt (Ref 6j in which PRD 49-1 
(Kevlar 49) fiber/epoxy composite vessels were subjected to single -cycle 
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burst strength and failure tests These vessels were equipped with 
boss-mounted AF transducers The total AE counts for vessels sub- 
jected to single cycle burst as well as to cyclic fatigue were found to 
be comparable. 

It was found that the AE data from the vessels tested in this program 
were independent of time insofar as vessel failure was concerned This 
characteristic agrees with the concept that a minimum numbers of fibers 
must fracture prior to vessel failure. 

Figure 7 also shows the typical summation of AE counts generated 
during the total test period During the initial 5 minute pressurization 
period the AE rate activity was high and the total counts are plotted 
directly on the ordinate This initial, period is referrt 1 to as the 
’’shake -down” period. This initial high rate of AE activity was observed 
for all of the vessels Next is shown a period of time (48 h) in which the 
AE count rate increased until stabilization occurred Next follows a stabi 
lized, active, stabilized, active, and stabilized period (740 h) This rela 
lively low-AE rate period is called the ” induction’ period. This is fol- 
lowed by a high -rate AE count period that occurred prior to vessel failure 
In five of the vessels tested, the low -rate AE ’’induction” periods and 
ti.e high rate AE periods prior to vessel failure are observed (Figs 7 
8, 10, 11, and 121. Two of the seven vessels shewed a relatively uniform 
AE count rate commencing from the initial 5 minute shake-down pressur- 
ization period until vessel failure occurred (Figs 9 and 13). The reason 
for these two anomalous data points may be due to low material strength 
or fabrication deficiencies 
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It is postulated that the absence of significan* AE counts during the 
low-rate count or '’induction"' |ieriod shown for these vessels (Figs 7. 

8, 10, 11, and 12) indicates the absence of significant fiber fractures 
This has been observed by Chiao et al. in Refs. 7 and 8 in strength re- 
tention studies of Kevlar 49 and S-glass/epoxy strand specimens sub- 
jected to sustained loading tests Strand specimens, subjected to sus- 
tained loading under varying jiercentages of ultimate strength, were 
periodically withdrawn and tested for ultimate strength. These studies 
showed no significant loss of tensile strength before the specimens 
failed in the sustained load tests 

Figure 14 shows a summary plot of the AE counts vs sustained load 
for all of the vessels subjected ' j sustained load tests. Note that the two 
vessels, K-42 and K-52, that did not show the induction periods (data on 
Figs. 9 and 13) display slopes that are significantly higher than the aver- 
age slopes for the five vessels that did display induction periods prior to 
vessel failure. 

The data suggest that AE monitoring of Kevlar 49/epoxy composite 
vessels can be developed into a technique to establish vessel integrity 
and to predict the residual service life of composite vessels subjected to 
a sustained load environment Further work to study the combined effects 
of high prestress levels and pressurization dwell times on the performance 
of Kevlar 49/epoxy composite vessels is needed in order to provide assur- 
ance that composite vessels will meet long-tern, sustained load/cyclic 
fatigue requirements . 
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SUMMARY OK RESULTS AND CONCLUSIONS 

The following majo results and conclusions were obtained from 
the AE vessel data studied in this program: 

1 The average of the AE signals sensed by the boss-mounted trans- 
ducers on the vessels subjected to the sustained load tests were closely 
similar to each other. The AE data from the wall -mounted transducers 
on the same vessels varied widely and did not show any correlations with 
vessel performance. 

2 The average AE signals from the boss -mounted transducers on 
the vessels subjected to sustained loading tests were independent of time- 
to-vessel failure. This observation indicates that a certain critical num 
ber of Kevlar 49 libers must fracture prior to vessel failure. 

3. Five out of the seven vessels subiected to sustained load tests 
displayed an increase in AE rate activity prior to vessel failure. This 
characteristic may be exploited to detect the incipient failure of com- 
posite vessels These vessels displayed "induction” jieriods with high 
AE rates indicative of imminent failure 

4 The potential for using the AE transducer boss mounting technique 
evaluated in this program to monitor the integrity and service life of 
Kevlar 49 fiber epoxy composite vessels is believed to be 1 excellent. 
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TABLE 

I - FIBER AND RESIN MATERIALS 


Fiber 

Epoxy resin 

Hardener 

Ge Hat ion 

Cure 

Kevlar 49 -III. 3 
single-end, 

285 filaments 
per end 

1 

DER-332 b 
100 parts 

T -403 c 
39 parts 

Room temperature (21° C) 
for 16-24 hours 

3 hours at 90° C 

— 1 


E. I Du Pont de Nemours & Co. , Wilmington, Delaware 
^T>ow Chemical Co , Midland, Michigan. 
c Jefferson Chemical Co. , Houston, Texas. 
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TABLE 2. 


- SINGLE -CYCLE BURST 


STRENGTH TESTS 
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TABLE 3. - SUSTAINED LOADING/ ACOUSTIC EMISSION TESTS OF 4 -INCH 
DIAMETER KEVLAR 49/EPOXY COMPOSITE VESSELS 
| Note: Vessels pressurized to 0.01469 OPa (2160 psi) until failure occurred. | 
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figure 1. * Design of the 10. 16 centimeters |4 in. I diameter Kevlar 4g/epoxy composite 
pressure vessel. (Dimensions are in centimeters. I 
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Figure 2. - View of Kevlar Wepoxy composite vessel mounted in test fixture. 





Acoustic emission data conditioning ano recording apparatus. 
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figure 6. - View ot typical vessel after tailure. 



figure 7. - Summation ot At counts vs sustained load time tor vessel K-)9. 
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Figure 9. - Summation ot Af counts vs sustained load time tor vessel K-42. 
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Figure 12. - Summa'ion ol AE counts vs sustained load time tor vessel K-49. 
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Figure 13. - Summation of AE counts vs sustained load time tor vessel K-52. 
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Figure 14. * Summation ol AE counts vs sustained load time tor all vessels. 



